
Using Your New 
Helix CT Fitting

Helix CT Locking Screw Helix CT Seal INS-0011





Ordering Information

Helix CT Locking Screw with Seal

Part Number: 70-803-1439

Helix CT Seal (Pkt. 4)

Part Number: 70-803-1456

The Helix CT is a consumable item that will need to be replaced 
overtime. To order replacement parts visit: www.geicp.com



Assembling the Helix CT

Push the Helix CT Seal into the Locking Screw until it clicks into 
place. 

Helix CT Locking Screw Helix CT Seal



Inserting & Removing the Nebulizer

Before inserting the nebulizer, gently turn the Helix CT Locking 
Screw of the Helix CT fitting anti-clockwise. 

Step 1



Insert the nebulizer to the end of its travel in the Helix CT fitting.

Step 2



Tighten the nebulizer in place and seal the spray chamber by 
turning the knurled knob of the Helix CT further clockwise by hand 
until the ratchet mechanism clicks. 

Step 3



Check that the nebulizer is secure by gently pulling on the 
nebulizer where indicated above.

Step 4



To remove the nebulizer, first loosen the fitting of the Helix by 
turning the Locking Screw counter-clockwise 1/2 turn, then slide 
the nebulizer straight out.

Step 5



Care and Maintenance of Glass Spray Chambers
HF (hydrofluoric acid) should not be used with glass or quartz. Using 
any amount of HF will damage the product. Our spray chambers are 
supplied clean and ready to use. Avoid touching any internal surfaces 
of the spray chamber as this may damage its wetting properties.

Glass should be treated with the care that is due to a brittle material. 
It can fracture and produce sharp, cutting edges, so handle all glass 
objects with deliberate movements and don’t apply large mechanical 
forces to them, especially when connecting drain and aerosol tubes or 
nebulizers.

Don’t use metal or ceramic brushes or scraping tools.



It is good practice to always start and finish use of a spray chamber 
by nebulizing a mildly-acidic blank solution for several minutes. 
This ensures that the sample deposits or crystals don’t form inside a 
spray chamber when the solvent inside the chamber dries out. Don’t 
wash glass spray chambers in an ultrasonic bath.

If you notice a degradation in performance (such as poorer precision 
or detection limits), then clean the spray chamber with Fluka ‘RBS-
25’. In the first instance, aspirating a 2.5% Fluka solution for 15 
minutes will probably be sufficient to recover the performance. 
However, if this is not effective, the spray chamber should be soaked 
overnight in a 25% Fluka solution.

Care and Maintenance of Inert Spray Chambers
The PTFE and PFA spray chambers have an internal surface that is 
specially treated to ensure that it wets evenly and provides consistent 
drainage. The treatment turns the surface a characteristic brown 



colour. It should be noted that the treatment actually changes the 
molecular structure of the PTFE and PFA. It is not a coating and it 
does not introduce any potential contaminants.

While the surface treatment is long lasting, it may degrade after 
prolonged use. The lifetime of the treated surface depends on the 
type of samples used and could range from several months to several 
years. To ensure that you get the best performance from your PTFE 
and PFA spray chambers, we recommend the following:

• Do not use H2O2 for cleaning the spray chambers as this will 
accelerate the degradation of the surface.

• Do not make physical contact with the chamber interior surface with 
any instrument, including your hands or a brush.

• Do not be concerned if the brown colour fades over time. 
This is normal and does not necessarily lead to a degradation  
in performance.



• If you notice a degradation in performance (such as poorer 
precision or detection limits), then clean the spray chamber with 
Fluka ‘RBS-25’. In the first instance, aspirating a 2.5% Fluka 
solution for 15 minutes will probably be sufficient to recover the 
performance. However, if this is not effective, the spray chamber 
should be soaked overnight in a 25% Fluka solution.

• Eventually the surface may degrade to the point where it does 
not recover after soaking in Fluka. At this point the spray chamber 
needs to be returned to your supplier where the surface can be 
re-treated for a nominal cost.

IMPORTANT NOTE: The internal surface of this spray chamber has 
been specially treated to ensure proper drainage. It is clean,  
free of contaminants and completely inert. Touching, scratching or 
damaging the surface in anyway may result in poor performance.



International
6 Central Boulevard, Port Melbourne, Vic 3207, Australia

Telephone: +61 3 9320 1111 
Facsimile: +61 3 9320 1112 
Email: enquiries@geicp.com

Americas
31 Jonathan Bourne Drive, Unit 7, Pocasset, MA 02559, USA

Toll Free Phone: 800 208 0097 
Telephone: 508 563 1800 
Facsimile: 508 563 1802 
Email: geusa@geicp.com

For your nearest Glass Expansion distributor, 
visit our website at www.geicp.com



Europe
Friedenbachstrasse 9, 35781 Weilburg, Germany

Telephone: +49 6471 3778517 
Email: gegmbh@geicp.com




